The study focused on the use of the Fourier transform near infrared spectroscopy in determining the content of selected fatty acids in raw non-homogenized sheep milk. The raw sheep milk sample spectra were scanned in reflectance mode using the FT NIR Antaris spectrophotometer. The reliable functional calibration models were created for estimation of the contents of myristic, oleic, lauric, palmitic, and stearic acids (with calibration correlation coefficients of R = 0.999; 0.999; 0.993; 0.992; 0.858) and with standard errors SEC = 0.056; 0.152; 0.066; 0.367; 1.36%.
Compared to cow milk, sheep milk contains more fat, more proteins and the dry matter content increases naturally with these values. It has been determined that the main triglycerides in the sheep milk fat consisted predominantly of three fatty acids (FA) (C 14 , C 16 a C 18:1 ) in combination with C 4 and C 6 short chain fatty acids (De la Fuente et al. 2013) .
To determine the composition and quality of milk, Fourier transform near-infrared (FT NIR) spectrometry has been used in recent years. Most studies deal predominantly with determination of the component parts of cow milk. The analysis of sheep milk, especially comparison of determination accuracy of fresh sheep milk composition in the transmittance mode as well as dry sheep milk in the reflectance mode using FT NIR spectrometry was researched by Nunez-Sanchez et al. (2002) . Both methods obtained high calibration coefficients (higher than 0.9) for all the determined components (total protein, casein, fat, total solids). Šustová et al. (2006) designed a method measuring sheep milk samples using a speculum in the integrating sphere. Using the partial least square (PLS) method, the following calibration results was achieved: R: 0.983 (dry matter); 0.989 (fat); 0.997 (proteins); 0.997 (casein); 0.980 (lactose), and 0.973 (urea). Mouazen et al. (2009) used the FT NIR spectrophotometer to determine fat, proteins, lactose, fat-free dry matter, and ash content as well as density, freezing point and pH of sheep milk. Samples from 50 sheep bred in various feeding systems and of varying genotypes were obtained. They were measured in the spectrum of wavelengths starting from 350-2,500 nm. A model was developed using partial least squares regression (PLSR), characterized by a good predictive ability for determination of almost all indicators (R 2 : 0.84-0.90 and RPD (residual prediction deviation): 2.34-3.34). But the calibration model for fat and pH had very low values of R 2 : 0.14-0.73 and RPD: 1.11-1.64).
Determination of basic components of sheep milk is also discussed in the study by Procházková et al. (2010) who examined 33 samples of sheep milk from a sheep farm in the Northern Moravia Region of the Czech Republic. The following indicators were determined in the samples: protein content, lactose content, total content of dry matter, content of fat-free dry matter, and titratable acidity. All stated indicators were determined by standard methods as well as by FT NIR spectrometry. Calibration models of high reliability were obtained for all indicators under investigation (R 2 was close to 1). It results from this paper that the FT NIR spectrometry method is a highly reliable and appropriate method to determine the basic indicators of sheep milk. Aulrich and Molketin (2009) studied the influence of conventional and organic agriculture upon structure of fatty acids in cow milk, using FT NIR spectrometry. They focused on determining fatty acids that were influenced most by season and by different feeding rations. The results of their work point at the possibility of determining especially ω-3 FA (with C18:3 and C20:5) using NIR spectroscopy.
Our study focused on verification of the possibility of determining the content of selected fatty acids (C10:0 -caprinic acid, C12:0 -lauric acid, C14:0 -myristic acid, C16:0 -palmitic acid, C18:0 -stearic acid, and C18:1n9c -oleic acid) in raw non-homogenized sheep milk using FT NIR spectrometry.
Materials and Methods
Raw non-homogenized sheep milk was obtained on the Ondruch sheep farm in Valašská Bystřice. Over the whole lactation period, five collections of 19 individual samples of sheep milk were taken. After collection, milk was cooled down to the temperature of 4 to 6 °C, preserved using an antimicrobial tablet Broad Spectrum Microtabs II, stored in cooling containers, and transferred to the Department of Food Technology, Mendel University in Brno, where the samples were meted on a FT NIR spectrometer. Referential analyses to determine fatty acids (FA) C10:0 -caprinic, C12:0 -lauric, C14:0 -myristic, C16:0 -palmitic, C18:0 -stearic, and C18:1n9c -oleic were performed at the Department of Chemistry and Biochemistry, Mendel University in Brno. Referential values for spectrophotometer calibration to determine fatty acids are shown in Table 1 . Additional fatty acids were determined in samples in the laboratory, including e.g., C4:0, C6:0, C8:0, etc., but their concentrations were very low. The method of FT NIR spectroscopy is not suitable for determination of minor components in a sample. The spectral signal of the component (FA) to be determined is very weak and could disappear e.g. in spectral noise, therefore it is not possible in this case to create calibration models for their determination.
Referential analytic methods
The analyses of fatty acids in sheep milk were performed on gas chromatography (HP4890) with DB-23 capillary column (60 m × 0.25 mm × 0.25 µm). For the measurement, a temperature program of 100 °C * 3 min * 10 °C/min * 170 °C * 0 min * 4 °C/min * 230 °C * 8 min * 5 °C/min * 250 °C * 15 min was selected, with injector temperature of 270 °C, detector temperature of 280 °C, and application of 2 µl. The carrier gas was nitrogen. A flame ionization detector was attached to the column output. n -number of samples, Min a Max -minimal and maximum values, x p -mean values, S x -standard deviation, C10:0 -caprinic acid, C12:0 -lauric acid, C14:0 -myristic acid, C16:0 -palmitic acid, C18:0 -stearic acid and C18:1n9c -oleic acid were processed with CSWstation (version 1.7, Data Apex). Standard of fatty acid mixture SUPELCO 37 component FAME mix, cat. number 47885-U + linoleic acid conjugated methyl ester, cat. number O5632 was used.
NIR spectra measurement Spectroscopic analyses were performed on FT NIR Antaris spectrophotometer (ThermoNicolet, USA). Although sheep milk samples were conserved using Broad Spectrum Microtabs II, according to Šustová et al. (2007) that had no influence upon spectral information of the analyzed sample. Before the spectroscopy analysis, sheep milk was tempered at 40 °C, stirred around, and subsequently cooled down to 20 °C. This procedure was selected according to recommendations given by C h e n et al. (1999) , as it is necessary to convert the fat into its liquid form and disperse it evenly in the whole sample volume. The analyzed samples were scanned in the spectral range of 12,500-4,000·cm -1 wave numbers, corresponding to 1,000-2,500 wavelengths, with a scanning time of one spectrum ~1.5 min. The samples were measured in a Petri dish with a diameter of 6 cm in reflectance mode on the integrating sphere of the device. Ray reflection was ensured by metal mirror with a reflective area of 0.3 mm. The number of one spectrum scans was 100 with a spectral resolution of 8·cm -1 according to Procházková et al. (2010) and Mlček et al. (2013) . To create calibration models for quantitative and qualitative analyses, the TQ Analyst software was used. The subsequent calibrations were validated using cross validation so that we could determine the accurate prediction ability of the created model in the indicator to be determined (Mlček et al. 2006) .
Results
A total of 95 sheep milk samples were analyzed, where the content of selected fatty acids was determined. To determine the fatty acid content in sheep milk, some spectra were subjected to first or second derivation and such a region range was selected to obtain the best possible calibration and validation results. Table 2 shows used spectra adjustments and region ranges for individual fatty acids. Using Spectrum Outlier, PC Scores and Leverage diagnostic (Šustová et al. 2007 ) tools, the remote standards were identified which -based on spectral or concentration differences -did not fit into calibration data file and so they were removed. These standards did not contain key data for the creation of calibration models. The calibrations were created using the PLS method (Mlček et al. 2011 ).
Calibration results of fatty acids and PLS factor values are shown in Table 3 . The lowest number of PLS factors of 5 was found for caprinic acid; by contrast, the highest number of PLS 10 was found for myristic, palmitic, and stearic acids. The higher number of PLS was probably connected to a narrower concentration range of given values and a greater standard error of values. In all models the PRESS function had a declining trend, testifying of the robustness of calculation models. As an example, the PRESS function course with a declining trend is shown in Fig. 1 Table 2 . Editing spectra and regions selected areas of wave numbers for the calibration of fatty acids in sheep milk.
n -number of samples, C10:0 -caprinic acid, C12:0 -lauric acid, C14:0 -myristic acid, C16:0 -palmitic acid, C18:0 -stearic acid, C18:1n9c -oleic acid between 0.999 for myristic and oleic acids and 0.858 for stearic acid with standard errors of calibrations (SEC) starting from 0.056% and 0.152% up to 1.360% as shown in Table 3 . For reliability verification of created calibration models, cross validation with the same sample set was used, which was characterized by correlation coefficient of validation (R) and its standard error of prediction (SEP) ( Table 4 ). The best validation results were achieved in determination of stearic acid where R = 0.778 and SEP = 1.680 %. In contrast, the lowest R values were recorded in the model for determination of caprinic acid R = 0.618 ± 0.974%. Standard errors of validation ranged between 0.443 to 1.970%. Figure 2 (Plate I) represents a graphic expression of calibration and validation correlation coefficient dependencies for stearic acid where the largest overlap of calibration and validation regression lines occurred. Reliabilities of calibrations were further reviewed using the so called calibration coefficient of variation and calibration coefficient of prediction (CCV and PCV) (Tables 3 and 4 n -number of samples, y = bx + a = regression line, SEC -standard error of calibration, CCV -calibration coefficient of variation, R -correlation coefficient, PLS -number of partial least square factors, C10:0 -caprinic acid, C12:0 -lauric acid, C14:0 -myristic acid, C16:0 -palmitic acid, C18:0 -stearic acid, C18:1n9c -oleic acid Methods for determination of myristic, palmitic, and oleic acids with values of variance coefficient ranging from 0.60% to 1.25% (CCV) and from 6.70% to 10.16% (PCV) may be described as very reliable calibrations. The calibration for stearic acid determination only has a good reliability for correct prediction of results using the model (CCV = 9.10%; PCV = 11.25%), even though it attained the smallest differences between calibration and validation correlation coefficients. The calibration for lauric acid determination is only suitable for approximate determination of values, as the CCV value was at 2.81% and PCV at 18.88%. Higher CCV and PCV values of caprinic acid calibration confirm our presumption concerning its unsuitability for analytic use as well as for approximate determination (CCV at 13.65%; PCV at 26.41%). This model was evaluated as the least reliable because a small margin of reference FA values was probable. Table 5 shows that the obtained values from both methods were not significantly different (P > 0.05). As the most reliable and robust calibration model to determine fatty acids in sheep milk appears to be the myristic acid model as it was characterized by high correlation coefficients with low standard errors (0.999% ± 0.056%; 0.761% ± 0.951%), and its reliability was confirmed also by the CCV and PCV values (0.60% and 10.16%).
Discussion
An important diagnostic tool of PLS calibration is the dependency of PRESS (predicted residual sum of squares) on the number of factors used for calibration, enabling to estimate their optimal number. The PRESS value is the indicator of the PLS method calibration error. n -number of samples, y = bx + a = regression line, SEP -standard error of prediction, PCV -prediction coefficient of variation, R -correlation coefficient, C10:0 -caprinic acid, C12:0 -lauric acid, C14:0 -myristic acid, C16:0 -palmitic acid, C18:0 -stearic acid, C18:1n9c -oleic acid Table 5 . Statistical evaluation of fatty acids (FA) in sheep milk.
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n -number of samples, xNIR -predicted values, xREF-reference values, S x -standard deviation, t stat -t-test, t1 krit -table value at α = 0.05, t2 krit -table value at α = 0.01, C10:0 -caprinic acid, C12:0 -lauric acid, C14:0 -myristic acid, C16:0 -palmitic acid, C18:0 -stearic acid, C18:1n9c -oleic acid
During an optimal course of PRESS, a steep decline of PLS occurs and further decline is gradual. A steep decline of the PRESS function therefore predicates about robustness of calibration model. A high number of PLS factors decreases prediction ability as the PRESS includes also spectral noise (Haaland and Thomas 1988) . The obtained correlation coefficients of calibration and validation (Tables 3 and 4 ) bear evidence that in all cases there was only a mesoscale dependence between reference values and predicted values. Achieving low correlation coefficients of validation and high values of standard errors was due to the fact that the concentration interval of fatty acids has a very narrow range and calibrations has to be enlarged by more standards for improving robustness and functionality. Due to this, the components concentration range increases reaching a more regular coverage of blind spots in calibration whereby determination error decreases (Dračková et al. 2008) . It is also possible to obtain very high calibration and validation correlation coefficients with low determination errors at 0-50% concentration range of lauric, myristic, palmitic, and stearic acids.
Good calibration is considered to be CCV values around 10% (PCV 15%), reliable calibration CCV values lower than 5% (PCV 10%) (Čurda et al. 2002; Míka et al. 2008) . Even though dependencies between reference and validation values have been found, some calibrations are only suitable for approximate determination of fatty acids in sheep milk, according to the achieved values of CCV and PCV. Albanell et al. (2007) tried to create calibration models for non-homogenized sheep milk using NIRS Foss 5000 spectrophotometer to determine the contents of fat, proteins, casein, dry matter, capronic acid, caprylic acid, caprinic acid, myristic acid, palmitic acid, and oleic acid. Spectra were subjected to the first and second derivation and the PLS method was used for the setting of calibration models. The correlation coefficients obtained by calibration and their standard errors led to worse values than our results in almost all cases (Table 6 ). The correlation coefficients of calibration in other determined components ranged between 0.997 and 0.903 with low standard errors and validation from 0.995 to 0.718. The team of authors obtained the best FA calibration values for determination of capronic and caprylic acids with calibration and validation correlation coefficients: 0.903 and 0.750 (capronic acid) and 0.914 and 0.718 (caprylic acid). The team of authors designed FT NIR spectroscopy in their paper as a potential technique for the prediction of concentration of fatty acids in sheep milk. Our study confirms this opinion. In order for our methods to be suitable for use in practice, calibration models have to be broadened by a higher number of standards to increase the concentration range of components, which would lead to lower standard errors of calibration and validation as well as higher correlation coefficients. Another published study dealt with determination of fatty acids in raw and dried cow milk (Coppa et al. 2010) . Analyses were performed on a Foss NIRSystem 6500 spectrophotometer in transflectance mode in the spectral range of 400-2,498 nm. By means of the PLS method and by verification of cross calibration and by external validation (114 samples), high correlation coefficients for saturated FA (fatty acids), monounsaturated FA, transFA, trans and cis-C18:1, caprinic acid, lauric acid, myristic acid, palmitic acid, and oleic acid were achieved. When determining the same FA as in our study, the authors achieved better calibration results than we were able to achieve. The reason for higher accuracy of their calibration models apparently was the broad scale of samples they secured by obtaining them from cows that were in diverse feeding mode (grazing, silage, feed enriched with fat components), to ensure a broad range of fatty acid representation. They achieved only approximate prediction when determining polyunsaturated FAs, stearic acid, vaccenic acid, and conjugated linoleic acid. For determination of linoleic, α-linolenic, and total n-6 and n-3 FAs, the prediction of their FA content was very weak. More reliable calibration models were achieved in case of FA determination in dried milk.
Reliable models for determination of myristic, palmitic and oleic acids were obtained; a reliable model for determination of stearic acid and a less reliable model for determination of lauric acid that is rather more suitable for approximate determination of values. The calibration model for determination of caprinic acid was totally unworkable.
It ensues from the results of our study that FT NIR spectroscopy is a method that can be used as a suitable and fast technique for analytical determination of concentration of fatty acids in majority representation in sheep milk.
